ABSTRACT
INTRODUCTION
In digital radiography, computed radiography (CR) systems and amorphous silicon (a-Si) portable panels for digital direct radiography (DR) are adapted to equipment that was previously used with the screen-film system, and as such all of the characteristics such as the grid, filtration, and x-ray output value are maintained. On the other hand, the systems equipped with a-Si panels (DR) are designed to operate with these image receptors. In this context, there is a need to acquire experience and adjust exposure protocols to ensure the quality of the image while keeping the entrance surface air kerma values in the surface as low as possible [1, 2] .
When a process of replacing a technology is initiated, it is expected that the new technology option should always present a ratio of advantages to disadvantages that is superior to that of the previously used technology. This ratio includes parameters associated with the image quality, dose to the patient, and environmental and the economic aspects. Currently, in Brazil, widespread replacement of screen-film systems with computed radiography (CR) systems and initiation of the integration of digital radiography (DR) systems of direct or indirect conversion are occurring.
In the CR systems, the conventional image receptor is replaced by a plate formed of a luminescent material, based on the phenomenon called photostimulated luminescence (PSL) [3] .
This plate is a two-dimensional detector of ionizing radiation composed of photostimulable phosphors such as barium fluoride halide doped with europium, which is responsible for the storage element of the properties of PSL (BaFBr:Eu or BaFI:Eu) [4] . In a CR system, the entire chain is composed of image acquisition, processing (scanner), display (workstation), printing (digital laser), and image display [4] .
The DR systems are divided into two methods depending on the capture element. The first type is the indirect DR systems, which convert the energy of x-rays into light and then into an electrical signal. The generation of light occurs in the scintillator material, usually caesium iodide (CsI), which can be used together with optical fibre chains to conduct the signal to the charge coupled device. Or, through the use of CsI as the capture material of x-rays coupled to the flat panel amorphous silicon (a-Si) [4] . The second type is the direct DR systems, in which the energy of xrays is converted directly into electrical signals. These systems are based on amorphous selenium (a-Se plate) [4] . Batista et al. • Braz. J. Rad. Sci. • 2018 3 At present, there are two options available for the systems based on a-Si: (i) dedicated systems, which form part of the imaging equipment, and (ii) portable systems. These systems work with wireless communication, normally called wireless systems.
From the point of view of image quality, the contrast detectability is defined as the ability of the system to distinguish similar attenuation on the object. The contrast detectability is one of the parameters used for monitoring the maintenance of the quality indices and the comparison between different systems [5] .
An analytical definition of the contrast is C=
, where S A ∧S B are, respectively, the intensities of the signal in zones A and B. A disadvantage of this definition is the possibility of setting negative values for contrast [5] . Because of this, another definition that is widely used in radiology is C=
, where S ref is the signal in a reference zone [5] . This is the intensity of the signal in a reference area that is independent of the type of signal or the object under study.
The relationship between this type of evaluation and clinical imaging performance is therefore difficult to establish.
An alternative approach is to combine physical levels of image quality with the ability of the human observer. This combination is obtained by analysis of the contrast-detail (C-D) curve. C-D curves are derived based on the limit of visibility of the test objects in the image. A disadvantage of this approach is that the analysis is influenced by the human observer, due to their previous knowledge of the size, shape, and location of low contrast objects.
The use of C-D curves is common for comparing screen-film systems with computed radiography systems and direct and indirect digital systems. At the same time, this concept has also been applied for the comparison of digital systems. In 2003, Lu et al. used the analysis of C-D curves to compare screen-film and computed radiography systems. In this study, the authors concluded that the ability to detect detail in low contrast decreased for both systems: (i) when the voltage increases, the ratio of scattered/primary radiation also increases; (ii) when the thickness increases, the ratio of scattered/primary radiation also increases similarly. Batista et al. • Braz. J. Rad. Sci. • 2018 4 For the CR system, it is necessary to modify the total filtration, to improve the detail detection in low contrast, and to keep the K e values in the surface of the patient similar to those obtained with the screen-film system [6] .
In a study of the digital imaging of the chest only compared direct digital systems (a-Se, amorphous selenium) with indirect digital systems (a-Si, amorphous silicon) using the C-D curves obtained with the CDRAD 2.0 phantom as an evaluation parameter [3] . This study presented the conclusion that the systems based on a-Si performed best in the detection of details when compared to the receptors based on a-Se. However, the authors concluded that the inverse image quality figure increases with the entrance surface air kerma of the patient more significantly when used the receptors based on a-Si. The inverse image quality figure is defined as on an x-ray machine that migrated from screen-film system to CR system. In this study it was verified that using the exposure parameters practiced with the screen-film system after the migration to the CR system resulted in twice as high kerma values. The authors concluded that it is imperative to make adjustments in the AEC, to keep kerma values without neglecting the assessment of image quality, [7] .
Another aspect to be considered is that in analog systems (screen-film), the dynamic range of the film is very narrow and does not allow errors in radiographic practice. Thus, the migration from an analog system to digital systems is not a simple exchange of technologies.
In this context, the objectives of this present study were (i) to obtain the C-D curves for two radiographic explorations in clinical conditions, namely the chest and abdomen, using the CR and aSi receptors, and (ii) to compare the inverse image quality figure, IQF INV , and its dependence on the entrance surface air-kerma.
MATERIALS AND METHODS

Phantom CDRAD
The Source: study data, Author.
where depth represents the contrast. Figure 2 shows an example of a C-D curve. Source: study data, Author.
Equipment and image receptors
Images were acquired using five different x-ray instruments: P1 -Philips Compact 500, P2 -Philips Compact Plus 500, P3 -Philips Compact Plus DR 800, S1 -Siemens Polymat Plus S, and TD -Tecno Design TD 500. The other equipment used consisted of CR cassettes, a DRX1 card, a Digitizer Carestream DirectView CR 975, a Digitizer Konica Regius 110, and a Digitizer Agfa 30X. All CR plates were digitalized using the systems provided by their respective manufacturers. Table 1 presents the main characteristics of the equipment selected for this evaluation. 
Image acquisition techniques and protocols
Assessment of incident air kerma on the entrance surface
To evaluate the incident air kerma (K i ) and the half-value layer (HVL), a Rapidose™ model multimeter (Radcal) coupled to a notebook with Radcal Rapidose™ software was used. Table 2 lists the main features of the multimeter. 
RESULTS AND DISCUSSION
Considering that the C-D curves do not clearly and quantitatively evidence the behaviour of the response of the image receptors with respect to the mAs, it was decided to present only the inverse mAs, it cannot be confirmed whether there is a tendency toward improvement or not. In practical terms it can be said to remain constant. Similar results were reported by Morrant et al. [7] .
Abdominal Protocols
The two a-Si flat panels used were (1) DRX -CareStream, a portable panel used on Philips x-ray equipment and identified as P1 and (2) For the flat panel DR coupled to the Philips P3 equipment, the results showed a small improvement in C-D detectability with increasing variation of entrance surface air kerma. This same behaviour was observed by Fischbach et al. [9] . Again, a better performance of this image receptor was expected based on a-Si. In this case, a better performance is expected for two reasons: first, the DR flat panel was based on a-Si and secondly, the complete system was designed specifically to work with a digital receptor. For the other receptors, it was observed that the Ke value can approximate the recommended level and this is not consistent with the principles of optimization and use of the new technologies [2] . Even so, a better performance is to be expected for the digital receptors [8, 10] .
For this reason, from the point of view of radiation protection of the patient, the highest IQFINV values do not signify a good imaging technique. Analysing the data presented in the graphs in Figures 5 and 6 , it is noted, as in the abdomen protocols, that there is not a common response among the evaluated image receptors. In the case of the chest protocols, the analysis will be divided into sections according to the kilovolt value: first, 90 kV, and second, 102 kV. At 102 kV, among the five sets (x-ray machine + image receptor), the European DRL was exceeded above 5 mAs except in the case of the P2+CR -CareStream set, for which this only occurred at values of mAs greater than 6 mAs. Again the evaluation of the Agfa system was impaired due to the technical limitation already discussed previously.
AP Chest Protocols
For the user, in this type of analysis it is important and essential to completely understand the characteristics of each different image receptor [1, 2] . Only in this way can the decision-making process regarding the best radiographic technique be achieved. The decision establishing the best technique should combine aspects of the radiation protection and image quality [2] .
A practical application of the principle of the radiation protection optimization of the patients was achieved using the results of the study. The protocols for the abdomen and chest images have been revised and a limit for the exposure of typical patients has been implemented.
In this way it is understood that the objectives of this study were achieved with the adoption of instructions and the establishment of protocols that meet the criteria of image quality and do not exceed the Brazilian DRLs. 
Statistical analysis
General considerations
Tavares (2013) [13] The oscillating grids use an electromagnet + spring system to operate. The P1-DRX a-Si set uses this type of grid and is a probable cause that it does not respond as expected to an a-Si panel.
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15 Finally, in this study and in a similar way to the study by Tavares [12] , we argued that the importance of the evaluation and comparison of different digital imaging systems (x-ray detectors and equipment) is to show, through quantitative evaluation, the performance and general conditions of operations. And in this way promote the culture and awareness of optimization in radiological procedures. It is also possible to demystify that digital systems are by themselves superior and optimized techniques.
CONCLUSION
It can be concluded that in the transition phase for the use of the new receptors, it is necessary to evaluate and adjust the practised protocols to ensure and improve the indices of the image quality, taking into account the aspects of the radiation protection of the patient. At the same time, it should be remembered that even with the use of digital technology, the practice of good radiographic techniques should be emphasized.
It can also be concluded that the optimization of digital radiology can only be achieved by knowing the technology and evaluating it with already established methods and techniques such as evaluation of the contrast-detail curve. Good radiological practice should always be the basis of radiology and radiological protection of patients regardless of the technology used.
